Replacement of the valves of a Novacor LVAS without cardiopulmonary bypass.
We report the case of a 54-year old man with end-stage heart disease in whom the malfunctioning valves of a Novacor LVAS needed to be replaced after 490 days of circulatory support. This procedure could be performed without cardiopulmonary bypass.